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Designation: D 4444-92 (Reapproved 2003) 



Standard Test Methods for 

Use and Calibration of Hand-Held Moisture Meters 1 


This standard is issued under the fixed designation D 4444; the number immediately following the designation indicates the year of 
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A 
superscript epsilon (e) indicates an editorial change since the last revision or reapproval. 

This standard has been approved for use by agencies of the Department of Defense. 


1. Scope 


1.1 These test methods apply to the measurement of mois¬ 
ture content of solid wood, including veneer, and wood 
products containing additives, that is, chemicals or adhesives 
(subject to conditions in 6.4 and 9.4). They also provide 
guidelines for meter use and calibration by manufacturers and 
users as alternatives to ovendry measurements. 

1.2 Conductance and dielectric meters are not necessarily 
equivalent in their readings under the same conditions. When 
these test methods are referenced, it is assumed that either type 
of meter is acceptable unless otherwise specified. Both types of 
meters are to be calibrated with respect to moisture content on 
an oven-dry mass basis as determined by Test Methods 
D 4442. 

1.3 The method title indicates the procedures and uses for 
each type of meter: 


Section 

Method A Conductance Meters 5 to 7 

Method B Dielectric Meters 8 to 10 


1.4 This standard does not purport to address all of the 
safety concerns, if any, associated with its use. It is the 
responsibility of the user of this standard to establish appro¬ 
priate safety and health practices and determine the applica¬ 
bility of regulatory limitations prior to use. 


2. Referenced Documents 

2.1 ASTM Standards: 

D 4442 Test Methods for Direct Moisture Content Measure¬ 
ment of Wood and Wood-Base Materials 2 
D 4933 Guide for Moisture Conditioning of Wood and 
Wood-Base Materials 2 

3. Terminology 

3.1 Definitions of Terms Specific to This Standard: 


1 These test methods are under the jurisdiction of ASTM Committee D07 on 
Wood and are the direct responsibility of Subcommittee D07.01 on Fundamental 
Test Methods and Properties. 

These test methods replace, in part, Test Methods D 2016 ( Annual Book of ASTM 
Standards, Vol 04.09). 

Current edition approved Feb. 15, 1992. Published April 1992. Originally 
published as D 4444 - 84. Last previous edition D 4444 - 84. 

2 Annual Book of ASTM Standards, Vol 04.10. 


3.1.1 conductance meters —Conductance meters are those 
that measure predominantly ionic conductance between points 
of applied voltage, usually dc. Direct-current conduct-ance 
meters are commonly referred to as “resistance” meters. Most 
commercial conductance meters are high-input impedance 
(about 10 12 O ), wide-range (10 4 to 10 12 O) ohmmeters. Their 
scales are calibrated to read directly in moisture content 
(oven-dry mass basis) for a particular calibration species and at 
a specific reference temperature. Readings of conductance 
meters are practically independent of the relative density 
(specific gravity) of the specimen material. 

3.1.2 dielectric meters —There are two general types of 
dielectric meters that may be arbitrarily categorized by their 
predominant mode of response—power loss and admittance (or 
capacitance). Both have surface contact electrodes and readout 
scales that are usually marked in arbitrary units. Most dielectric 
meters operate in the r-f frequency range, generally between 1 
and 10 MHz. Admittance meters respond primarily to capaci¬ 
tance (dielectric constant) of the material being measured. 
Power loss meters react primarily to resistance of the material. 
Readings of dielectric meters are significantly affected by the 
relative density (specific gravity) of the specimen material. 

4. Significance and Use 

4.1 Hand-held meters provide a rapid means of sampling 
moisture content of wood-based materials during and after 
processing to maintain quality assurance and compliance with 
standards. However, these measurements are inferential, that 
is, electrical parameters are measured and compared against a 
calibration curve to obtain an indirect measure of moisture 
content. The electrical measurements are influenced by actual 
moisture content, a number of other wood variables, environ¬ 
mental conditions, geometry of the measuring probe, and 
design of the meter. The maximum accuracy can only be 
obtained by an awareness of the effect of each parameter on the 
meter output and correction of readings as specified by these 
test methods. 
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METHOD A—CONDUCTANCE METERS 


5. Standardization and Calibration 

5.1 Periodic standardization shall be performed on the meter 
to test the integrity of the meter and electrode. Laboratory 
calibration procedures are intendedTcprovide^ reference datd 
under controlled conditions that include the wood and ambient 
variables. Field calibration tests on species shall be performed 
only with a meter that has been standardized and properly 


corresponding moisture content for each specimen in the 
sample by linear regression analysis. The equation ifffi the 
regression line (Y = a + bX) shall be used to establish the 
correction factor (T - X) for meter scale readings (Y) of 7 to 21 
inclusive. . <v >v " 

5.1.2.4 The following wood sample ihformation shall be 
recorded: moisture content, size (dimensions in each plane), 
species, sapwood/heartwood percentage, relative density, 


compensated for temperature and pin configuration. Initially, 
standardization should be performed before each period of use. 
The time interval may be extended if experience shows that the 
particular meter is stable for a longer time under equivalent use 
conditions. •" ;f; ' ■. r'-nwrim. 

5.1.1 Standardizdtion^Yht metef cirduit 'shMl be tested by 
connectihg exteril^l resistors to the electrode pins, noting the 
corresponding MC (moisture content) value, and coinparing 
with ihanufacthrer’s data. At least two, and preferably three 
points shall be uSedto standardize the ffieter. The manufacturer 
shall indicatd (in the manual, on the' meter or meter scale, or on 
the supplied reSiStahde standard) the meter model, wood 
species, dfitihurhbef of phis for which the resistances are valid. 

5.1:2 Laboratory'Calibration—This procedure is designed 
for full-scale calibration of the meter. If drily a limited portion 
Of the sCale f equires calibration, the hUmberofEMC (equilib¬ 
rium moisture content) levels can be reduced to as low as two. 
Ih any base, the calibration should nbt be extrapolated below 
the lowest value. Extrapolation above 21 % EMC to the fiber 
saturation point is permissible, provided a vtiliie near 21 % is 
obtained: Material other than solid Wood shall be prepared and 
tested in a manner 5 that is consistent with the following 
calibration procedures. Specimen size and shape may be 
altered to permit testing of product-sized specimens. 

5. 1 .2. 1 Test Stimple Preparation—A minimum of 75 green, 
flat4awn specittiefisi20 mm thick by 75 fiiiri (ihiri) wide by TOO 
mm along the grain shall be used for a given species. 
Specimens must be free of visible irregularities such as knots, 
deday, reaction wood; and resin concentrations (Note 1). The 
specimens shall be divided IhtO 5 groups of 15 each and 
conditioned at 25 ± 1 °C ‘arid ; selected relative humidities to 
each Of five EMC levels bdtwfeen 7' and 21 % (see Guide 
D 4933). Each grbll^ , Will then' be moisture meter tested iii 
accordance with 5:2:2, 5 and* thbisture contents determined by a 
direct method' (Test'Methods 1) 4442) . Alternatively, l^speii- 
niehs may be equilibrated ^following a desorption path) at'dabh 

bf% 5 lM(S mtidns. !i ^ 

•m v|o»-* ■ : ?, v* to vsh 

, f JSlpp 4—Ideally, samples shall be,, chosen to be entirely sapwopd or 
heartwood, or two separate groups of each, but not mixed in the same 
specimens. In the^eVent that sapwood/heartwood mixing is Unavoidable, 
testing and test results shall be modified to report the effect of mixing oil 
the results. 

5.1.2.2 Moisture Meter Testing —The equalized specimens 
are numbered, weighed, and moisture meter tested at their 
centers using an electrode in accordance with 6.5. The pins are 
to be aligned so that the current flow is parallel to the grain. 
Meter scale readings are to be taken and recorded immediately 
after the electrode pins are inserted. 

5.1.2. 3 Species Correction Factor Determination —The 
moisture meter scale reading must be regressed against the 


growth rate (rings/25 nun), and earlywood/latewood percent¬ 
age. For other materials, the appropriate Wood sample infor¬ 
mation shall be recorded together with adequate data to 
identify the product and its constituents. The following meter 
information shall be recorded: manufacturer and model, refer¬ 
ence temperature, applied voltage, and electrode type and 
configuration. • °;' M •■■■ ‘ •' ' *■' 

5.2 Field Calibration^Xlft&Gt processing conditions, labo¬ 
ratory calibration procedure is impractical, particularly because 
of moisture gradients. the procedure in 5.1.2 should be applied 
to develop a meaningful relationship between meter reading 
and actual MC. All field calibrations must be referenced to 
oven-dry tests to determine precision and bias. Standardization 
procedures (5.1.1) must be followed to assure valid field 
calibration at 1 the specific field conditions during testing. 
Special care must be taken to minimize errors caused by the 
influence of wood temperature on readings. Specimen size for 
field testing may be full size or sections thereof. 

6. Conductance Meter Use 

6.1 Readings: 4 ' J 

6.1.1 Range —The range of moisture contents that can be 
detected by these meters is from a minimum of 6 or 7 \%.MC 
to a maximum of 25 to 27 % MC (nominal value of the fiber 
saturation point). Meter scales extend above this limit only to 
permit temperature corrections pfmoisture contents up to the 
fiber saturation point, and do hot imply reliability of readings 

above the fiber saturation point. 

v.'.v; vv "f . ,u • ii-'-i. ! V'A4j V < : 

Note 2 —One use of the temperature correction is for “hot metering” of 
kiln-dried lumber during which readings are taken to determine if the load 
has reached the desir ed endpoint MC. However, speh readings ;a;*e subject 
to considerable error be 9 ause of. “edge-readings,” assumptions of wood 
temperature, unknown moisture gradients, and temperature effects on the 
meter circuitry. A further Ujse of this correction is for moisture measure- 
ifient of dry lumber that is' exposed id beld^-freezing 1 temperatures. As 
with hot lumber, considerable errors are possible clue to assumptions of 
wood temperature, unknown moisture gradients, and temperature effects 
on meter circuitry. y ‘ 

6.1.2 MoisiUre Content Readings^CohdiXctahCo moisture 

meters can be used to determine “point” moisture content 
directly or average moisture content indirectly. Take all read¬ 
ings with ti}6 pins’ aligned so thait the qurrent tibw s! is parallel to 
the grain. Average moisture content can he obtained through 
the thickness by integrating moisture content versus thickness. 
Under the following conditions it can also be inferred from a 
single point measure. T s ; 

6.1.2.1 Single Point Average MC Reading^ Wood of rect¬ 
angular cross section tends to develop a parabolic gradient 
during drying (assuming that the maximum moisture content is 
below FSP (fiber saturation point). From the geometry of a 
pafabola, the point of average MC lies between onefbutthafid 
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one fifth of the total thickness. Therefore, if the pins are driven 
to this point, an approximation can be obtained for average MC 
of the cross section. Using the same principle, a circular cross 
section has its average MC at one sixth to one seventh of the 
diameter. 

Note 3 —The above generalizations do not pertain if lumber has been 
dried in conditions that induce steep moisture gradients (such as in drying 
above 100°C) or if the lumber is known or thought to contain wet pockets 
or streaks. This can be examined by driving pins to mid-thickness. 

6.1.3 Moisture Gradients —Unless the moisture distribution 
and measuring techniques are well understood, readings can be 
easily misinterpreted. Four special problems should be consid¬ 
ered: 

6.1.3.1 Noninsulated electrodes (see 6.5.1). 

6.1.3.2 Nonparabolic gradients (see Note 3). 

6.1.3.3 Surface Moisture on Electrode —Surface films of 
moisture, particularly from condensation on the electrode 
(insulated pin holder) may cause larger errors. Keep electrodes 
clean, and store and use under noncondensing conditions. 

6.1.3.4 High Surface MC on Sample —High surface MC of 
the material from condensation, wetting, and high relative 
humidity can cause excessively high readings if noninsulated 
pins are used. 

6.1.4 Drift —Direct current conductance meters may show 
appreciable drift toward lower MC when readings are taken at 
the upper portion of the MC range. If such drift occurs, take the 
reading as soon as possible after the pins are driven in and 
voltage applied. 

6.2 Temperature Corrections'. 

6.2.1 Temperature Effect on Meter —Meter circuits can be 
temperature-sensitive, therefore, frequent zero or span adjust¬ 
ments, or both, may be necessary during use. The manufacturer 
shall indicate the optimum range of temperature for operation 
of the meter without loss of accuracy due to temperature. It is 
recommended that whenever possible, the meter be equili¬ 
brated with the measurement environment before readings are 
taken. In no case shall temperature or humidity alter the 
operating characteristics of a meter (that has been equilibrated 
and adjusted) to the degree that the accuracy is impaired. 

6.2.2 Temperature Correction —Make temperature correc¬ 
tions. These are obtainable from manufacturer’s data, pub¬ 
lished data, or using built-in adjustments in the meter. Tem¬ 
perature corrections require special care to obtain the wood 
(not air) temperature, and may be unreliable to correct some 
species. A reference temperature of 25°C shall be standard for 
zero correction. Clearly indicate the reference temperature at 
some point on the meter. Always make temperature correction 
before species correction. 

6.3 Species Corrections : 

6.3.1 Species Correction —Only use manufacturer’s data for 
the particular meter for either the dial calibration species or 
corrections for other species or species groups (Note 4) if the 
data have been developed in accordance with acceptable 
calibration procedures (5.2) (Note 5). Where correction data 
are not available, calibrate the meter in accordance with 
procedure 5.2. 

Note 4—Species groups (such as Hem-Fir and Spruce-Pine-Fir) may 
contain species which cannot be visually separated at the point of moisture 


measurement, or where such separation is impractical. 

Note 5—For some species, or species groups, property variations 
related to site or genetics may introduce discrepancies in the correction. In 
this case, a special calibration should be made, with emphasis on 
documenting the wood properties. 

6.3.2 Heartwood/Sapwood -Some species have substan¬ 

tial differences in meter readings for heartwood and sapwood 
portions having the same actual moisture contents. In field 
measurements where these zones cannot be visually separated 
or where separate heartwood/sapwood measurements are im¬ 
practical, make some judgment for the correct calibration. 

6.4 Corrections For Additives : 

6.4.1 Chemicals —Wood products which have been treated 
with preservatives, fire retardants, or dimensional stabilization 
agents may give abnormal readings (usually high). Of these 
chemicals, creosote and pentachlorophenol solutions appear to 
have insignificant effects. 3 However, salt solutions may cause 
abnormally high readings, that should be considered qualitative 
or semiquantitative at best. Conductance meters having insu¬ 
lated pins can be used to measure MC of materials that have 
been surface-treated with chemicals provided that confirmation 
is made of the accuracy through direct MC determination (Test 
Methods D 4442). 

Note 6—CCA-C treatment 4 has been reported to be less conductive 
than salt treatments, reducing the error of readings of treated southern pine 
to about 2 % MC in the range of 12 to 24 % MC. 

6.4.2 Adhesives —Adhesives may cause abnormally high 
readings in reconstituted wood products. Before any particular 
meter is used in moisture sensing of any particular product 
containing adhesives, its calibration must be demonstrated on 
that product. Recalibration must be carried out following any 
change in processing conditions. The calibrations must be 
consistent with these test methods. 

6.5 Electrodes : 

6.5.1 Preferred electrodes for the conductance meter for 
solid wood measurements are of a two-pin type, insulated 
except for the tips. If noninsulated pins are used, the wood 
must be tested for surface moisture content (6.1.3.4). If any 
other electrode is used, such as four-pin for wood or eight-pin 
for veneer, the readings must be adjusted as specified by the 
manufacturer (Note 7) or incorporated into the scale correc¬ 
tions. In no case shall different pin configurations be used 
interchangeably on the same meter without the appropriate 
corrections. 

Note 7—Acceptable corrections for solid wood are: 5 reading (two- 
pin) = 0.29 + 0.91 (reading four-pin), or reading (four-pin) = 1.1 (two- 
pin) - 0.32. These pin corrections must be made after the temperature 
correction and before the species correction. 

6.5.2 Noninsulated Pins —Noninsulated pins will bias the 
reading toward the highest moisture content in contact with the 


3 James, W. L., '‘Effects of Wood Preservatives on Electric Moisture Meter 
Readings,” U.S. Forest Service Research Note, FPL-0.06, 1965. 

4 Richards, M. J., “Effect of CCA-C Wood Preservative on Moisture Content 
Readings by the Electronic-Type Moisture Meter,” Forest Products Journal , 
40(2):29-33, 1990. 

5 Cech, M. Y., and Pfaff, F. “Moisture Content Correction Tables for Resistance- 
Type Moisture Meters,” Canadian Forestry Service, Eastern Forest Products 
Laboratory ; Forestry Technical Report 7, 1975. 
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pins. If noninsulated pins ate used, a higher surface than core 
MC cah catise a misleading reading at the depth of the pin tips. 
This can be tested by noting the indication at initial contact and 
as the pins are driven in. 

6.5.3 Extension Electrodes —Unless extension electrodes, 
for example, nails, are insulated except at the tips, the 
precautions for noninsUlated pins apply. 

6.5.4 Implanted Electwdes—SpocisH precautions are neces¬ 
sary to minimize errors caused by changing electrode contact 
pressure and electrode-wood contact resistance, particularly 
when the electrodes are implanted in greeri wood to monitor 
drying. It is especially important that dc voltage not be applied 
continuously in order to minimize the, buildup of contact 
interfacial resistance from ion migratibn. 

No,TE,8^The; use oflow frequencyac, intermittent dc, or switched dc 
voltages can virtually eliminate irreversible ionic; migration. 

6.6 Sampling for Lot Moisture Contents Where moisture 
content measurements are made on full-size pieces, follow the 
following procedures: ' 

6.6.1 Sampling Point-—Por lumber, take the readings on 
material at least 500 mm from either end and in the center of 
the face. Make readings in areas that are defect-free and have 
reasonably straight grain. For materials other than lumber, take 
readings away from the edges. 

6.6.2 Sampling Frequency —The number of readings per 
sample or per lot shall be consistent with the desired accuracy. 

7. Precision and Bias 

7.1 For a single conductance meter reading corrected for 
temperature, and species, the 95 % confidence interval for 
predicting the trqe moisture content between thp electrode tips 
is approximately 7 % relative error (4Q.5 to 2 % depend¬ 
ing on species. 

METHOD B—DIELECTRIC METERS 

8. Standardization and Calibration 

8.1 1 Periodic standardization shall be performed on the meter 
to test the integrity of ,th e meter and electrode. Laboratory 
calibration procedures are intended to provide reference data 
under controlled conditions, which include the, ;! wpod and 
ambient variables. Field calibration tests on speptes. shall be 
performed only with a meter that has been standardized apd 
properly compensated for temperature. 

8.1.1 Standardization— metershall be standardized us¬ 
ing a nonhygroscopic reference material to provide one (of 
preferably, two) reference ppints on the scale. The meters must 
also be equipped to f permit a zero adjustment, with no material 
in the electrode fibld. ! 

8.1.2 LaBoratory Calibration—This calibration is designed 
for full-scale calibration of the meter. If only a limited portion 
of the scale requires calibration, the number of EMC (equilib¬ 
rium moisture content) levels canbe reduced to as low as two. 
In any case, the calibration should not be extrapolated* below 
the lowest value. Extrapolation above 21% EMC to the fiber 
saturation point is permissible, provided a value near 21 % is 
obtained. Material other than solid wood shall be prepared and 
tested in a manner which is consistent With the following 


calibration procedures. Specimen size and shape may be 
altered to permit testing of product-sized specimens. '• 

8.1.2il Test Sdfnple Preparation-^ Aminimumof75 green, 
flat-sawn (Note 9), specimens 20 or 40 mm (Note 10) thick, or 
both, by 125 mm wide by 125 mm along the grain shall be used 
fpr a. giveti species. The remaining specifications and proce¬ 
dures are as outlined in 54,2.1, with the exceptions; (a) that the 
lower level of EMC- may be 0 % and (b) thatmoisture content 
measurements' are made with a dielectric ^moisture meter in 
accordance with procedure 8.1.2.2, Additional higher MC 
levels (above the, fiber saturation point) may be included in the 
calibration, but must be regressed separately. ! k ! 

Note 9—Preference is to use specimens with the best possible tangen¬ 
tial faces to minimize! the effect of grain orientation on results. If the'grain 
angle is not easily controllable, the me^n sad variation should be recorded 
and tested for. significance in the results.If significant, it should be 
quantified and reported. Also, if grain angle is found,to bp, or suspected to 
be an important variable, the testing should be extended t to include 
samples with edge-grain (radial)' facesi ■' 

Note 10—The intent of 20' and 40 min thickhesSes ds to provide 
adequate calibration information for 1 COmiilon, hdimtial size& of products 
as vtell a& to test for sensitivity to thickness. If preliminary tests 
demonstrate no thickness effect, samples maybe? either thickness. Where 
thickness effects are detected, both thicknesses shall be tested, 


8.1.2.2 Moisture Meter Testing—Tht equalized specimens 
are numbered, weighed, and tested With the meter surface 
electrode centered on the Wid^ face of the shrike! The Sariiple 
shall be supported bn low-density rigid polystyrene foam at 
least 50 mm thick. Meter scale readings are takdri ktid recorded 
immediately after they have stabilized. ' v ^ 

8.1.2.3 Species Correction Factor Deterrn[nation—K mul¬ 
tiple regression shall be made for meter reading against l MC 
and density for each specimen and the relative- contribiitiM for 
drrch reboftdd for eabh. In additidii, a regireSsion shall be 
reported for meter reading against MC/together with the fhean 
and variability of density The equation for the regrbSsKori line 
is used to 1 establish the Correctionfooter Tof meter b *sdaie 
readings of 6 to p 21 % MC inclusive. Separate regressions rrialy 
be made above 21 % MCI but these data shall'riot be used to 
develop the regression below 21 % MC. 1 oj 


8.1.2.4 /The following wood sariiple information shall be 
recorded: moisture content, size (dimensions in each plane), 
species, sapwood/heartwood percentage, relative density, 
growth rate (rings/25 mm), eariywbbd/latewobd percentage, 
arid grain tingle and Uspect with respect to the electrode. For 
dther hiaterials, appropriate tvood sariiple infoririation shall 
be recorded together With adequate, data to identify ’ th& product 
and its CbnMtuerM. The follov^ing riteieririfofMhiteU lhall 1 be 
recorded: manufacturer and model, 1 fofefyhce temperature, 
electrode configuration, and electric? 'Mtf'bf’^ii’euit ’type/' 

8.2 Field i Under piobe^irig conditions, labo¬ 
ratory calibration procedure ikimpmefibai, bartiCulariy because 
of riioistufe gradients, The 1 precautions in v 8.f?l 
should be applied to develop a meaningful felatiori^mp'be¬ 
tween meter reading and actual MC. AJ1, field^rilibMibM 'riiitet 
be referenced to oven-dry tests to determine pfecisidri and bias. 
Standardization procedures (8.1.1) must be followed to assure 


valid field calibration at the specific field conditions^ during 
testing. Special care must be taken td minimize errors caused 
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by the influence of wood temperature on readings. Specimen 
size for field testing may be full size or sections thereof. 

9. Dielectric Meter Use 

9.1 Readings : 

9.1.1 Range —The normal range of moisture sensing in both 
power-loss and capacitive-admittance meters is from 0 % to 
fiber saturation point. Semiquantitative readings above fiber 
saturation point are possible with the capacitive-admittance 
meter. The scale may be in arbitrary units or direct-indicating 
for a particular reference species if calibration for the reference 
species has been carried out according to acceptable calibration 
procedures (8.1.2). If the species scale is used, the range of 
density of the calibration species must be given. When correc¬ 
tion data are not available the meter may be calibrated in 
accordance with the procedures of 8.1.2. 

9.1.2 Moisture Content Readings —Measurements with a 
dielectric meter must be qualified by the moisture gradient 
(determined independently with a conductance meter or other 
means), depth of electric field penetration, thickness of mate¬ 
rial, surface condition (such as rough or planed), and electrode 
contact pressure and conformance. 

9.1.2.1 Minimize the possibility of reading adjacent mate¬ 
rial (read-through) by either supporting the sample ends to 
create an air gap of at least 25 mm below the sample or place 
the sample on a similar thickness of nonhygroscopic, low 
density foam such as polystyrene or polyurethane. Electrode 
conformance with the surface may present a special problem 
with waiped samples, especially if the electrode is rigid. If 
measurements must be made on warped samples, take readings 
on opposite sides of the sample and use only the higher value. 

9.1.2.2 The calibration procedure in these test methods 
includes testing for sensitivity to readings at two thicknesses: 
20 and 40 mm. If a thickness sensitivity is detected, interme¬ 
diate values between 20 and 40 may be interpolated. Values for 
beyond 40 mm thicknesses may be extrapolated, but shall not 
be extrapolated for samples thinner than 20 mm. For samples 
less than 20 mm thick, a special calibration must be made as 
specified in 8.1.2. Alternatively, a sufficient number of pieces 
(to minimize read-through) of thin material may be stacked and 
compressed for readings. For best results, rearrange the pieces 
for several readings which can then be averaged. 

9.1.3 Moisture Gradients —Unless the moisture distribution 
and measuring techniques are well understood, readings can be 
easily misinterpreted. Three special problems should be con¬ 
sidered: 

9.1.3.1 Surface Moisture on Electrode —Surface films of 
moisture on the meter, particularly from condensation on the 
electrode, may cause abnormally high readings, particularly for 
power-loss meters. Meters should be stored and used under 
noncondensing conditions. 

9.1.3.2 High Surface Moisture Content on Sample —High 
surface moisture content of the material from condensation, 
wetting, or high relative humidity can cause excessively high 
readings, particularly with a power loss meter. 

9.1.3.3 Low Surface Moisture Content on Sample —All 
dielectric meters have a biased, greater response to moisture 
nearer the electrode, therefore, for samples that contain mois¬ 
ture gradients, values determined even after species and 


temperature corrections are qualitative at best, and no limits of 
accuracy can be implied. However, an increase in accuracy 
should be obtained if corrected readings taken on both sides of 
the material are averaged. 

9.2 Temperature Corrections : 

9.2.1 Temperature Effect on Meter —Meter circuits can be 
temperature-sensitive, therefore, frequent zero adjustments 
may be necessary during use. The manufacturer shall indicate 
the optimal range of temperature for operation of the meter 
without loss of accuracy due to temperature. It is recommended 
that whenever possible, the meter be equilibrated with the 
measurement environment before readings are taken. In no 
case shall temperature or humidity alter the operating charac¬ 
teristics of a meter (that has been equilibrated and adjusted) to 
the degree that accuracy is impaired. 

9.2.2 Temperature Correction —Temperature corrections 
must be made from data supplied by the manufacturer or 
developed for the particular meter model. Temperature correc¬ 
tions require special care to obtain wood (not air) temperature. 
A reference temperature of 25°C shall be standard for zero 
eoiTection. The reference temperature should be clearly indi¬ 
cated at some point on the meter. Unless temperature calibra¬ 
tion data are supplied by the manufacturer or available in the 
literature, use of such meters is restricted to ambient conditions 
between 20 and 30°C. 

9.3 Species Corrections : 

9.3.1 Species Correction —Manufacturer’s data for the par¬ 
ticular meter for either the dial calibration species or correc¬ 
tions for other species or species groups (Note 4) should be 
used only if the data have been developed in accordance with 
acceptable calibration procedures (8.1.2) (Note 5). Where 
correction data are not available, the meter shall be calibrated 
by procedure 8.1.2. 

9.3.2 Heartwood/Sapwood -Some species have substan¬ 

tial differences in meter readings for heartwood and sapwood 
portions even when having the same actual moisture contents. 
In field measurements where these zones cannot be visually 
separated or where separate heartwood/sapwood measurements 
are impractical, some judgment must be made for the correct 
calibration. 

9.4 Corrections For Additives : 

9.4.1 Chemicals —Wood products that have been treated 
with preservatives, fire retardants, or dimensional stabilization 
agents may give abnormal readings (usually high). Of these 
chemicals, creosote and pentachlorophenol solutions appear to 
have insignificant effects. However, sodium pentachlorophen- 
ate, which is used as a surface dip treatment, and other salts 
may cause abnormally high readings. These readings should be 
considered qualitative or semiquantitative at best. 

9.4.2 Adhesives —Adhesives used in wood products can 
give abnormally high readings because of their power loss. 
Before any particular meter is used in moisture sensing of any 
particular product containing adhesives, its calibration must be 
demonstrated on that product. Recalibrations must be earned 
out following any change in processing conditions. The cali¬ 
brations must be consistent with the procedures in these test 
methods. 

9.5 Electrodes : 
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9.5.1 The depth of field penetration for dielectric meters 
Shall be given at least qualitatively. Electrodes* of power-loss 
meters should^ be spring-loaded to assure reasonable Contact 
pressure unless contact pressure has been demonstrated not to 
influence readings. The electrode sensing area should be small 
enough that the field will not extend beyond the sample edge 
and) large enough to provide reasonable! integration. (For 
example, if a 2 by 4 is the. smallest product size anticipated, the 
electrode, could be sized to integrate over most of the nominal 
89-mm face.) A symmetrical configuration is preferred for 
electrodes in order tOi minimize the effect of grain direction. 

. 9,6 Sampling For Lot Moisture Contents Where moisture 
content measurements are made on fulhsize pieces, the follow¬ 
ing procedures should be followed: u’ ..., 

9.6.1 Sampling Point-rtPov lumber, the readings should be 
taken on material at least 500 mm from either end and in the 


center of the face. Readings should be made in areas that are 
free of defects* and have reasonably straight grain. For materi¬ 
als other than lumber, take readings away from the edges. 

9.6.2 Sampling Frequency —The number of readings per 
sample or per lot shall be consistent with the desired accuracy. 

10, ’ Precision arid Bias ' 

10. J t For 4,dielectric meter, with samples that are free of 
moisture gradients, single point readings corrected for species 
and temperature may be 5 % MC above or below the actual 
value. -r.v 

11, Keywords . , > 4 , . 

11.1 conductance meters; dielectric meters; moisture con¬ 


tent; moisture gradients 
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